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A  major  redesign  and  rebuilding  of  The  Aerospace  Corporation's  Organometallic  Chemical  Vapor 
Deposition  (0MCVD)  reactor  has  been  carried  out.  The  entire  gas-handling  system  was 
redesigned  and  replaced  in  order  to  reduce  gas  contamination,  and  new  high-precision  mass 
flow  controllers  and  temperature  baths  were  installed.  Carrier  gas  flow  through  the 
organometallic  bubblers  was  modified  for  improved  safety  and  reliability,  and  gas  lines  that 
allow  for  the  utilization  of  several  different  organometallic  gallium  and  arsenic  sources 
were  also  installed.  Gallium  arsenide  (GaAs)  epilayers  grown  using  trlmethylgallium  (Me^Ga) 


and  arsine  (AsHjo  in  this  reactor  system  following  its  renovation  have  consistently  exhibited 
purity  levels  tnat  are  significantly  higher  than  those  of  epilayers  previously  grown  at  The 
Aerospace  Corporation.  Epitaxial  GaAs  films  (-4  (On  thick)  with  excellent  surface/  ^ 
morphologies  have  been  obtained  which  exhibit  carTier  concentrations  of  3  »  10 '/cm  and  77  ' 
K  mobilities  of  approximately  68,000  mct/V-s.  Thfese  physical  and  electrical  characteristics 
are  representative  of  state-of-the-arj  unintentionally  doped  GaAs. 
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I .  INTRODUCTION 


We  Have  oreviously  suggested1  that  limitations  on  the  purity  of  undoped 
GaAs  films  grown  in  the  Aerospace  in-house-built  Organ o»e tall lc  Chemical  Vapor 
Deposition  (OMCVD)  reactor  may  be  due  to  flaws  in  the  design  and  construction 
of  the  gas  handling  lines,  and  to  certain  instrument  imprecision  and 
unreliability.  In  an  attempt  to  alleviate  these  problems,  plans  were 
formulated  for  a  major  revision  of  the  OMCVD  reactor  system;  these  included 
the  redesign  and  replacement  of  all  gas  handling  lines,  the  installation  of  a 
new  mass  flow  control  system,  the  repositioning  of  the  mass  flow  control 
units,  and  the  replacement  of  the  organometallic  temperature  control  baths. 

We  describe  here  these  renovations  and  upgrades  to  the  OMCVD  reactor  system, 
as  well  as  the  effect  of  these  modifications  on  the  growth  of  high-purity  GaAs 
epilayers. 


II.  SYSTEM  MODIFICATIONS 


A.  GAS  HANDLING  SYSTEM 

I 

Gas  lines  are  known  to  be  a  source  of  potential  reagent  con tami nation  as 
a  result  of  the  outgassing  of  impurities  from  the  line  walls;  thus,  it  is 
highly  desirable  to  minimize  contact  of  reagent  gases  with  gas  line  walls  in 
delivering  pure  reagents  to  the  reactor  chamber.  Since  the  gas  handling 
system  of  the  existing  in-house-built  OMCVD  reactor  contained  several  meters 
of  unnecessary  stainless-steel  gas  line,  as  well  as  many  unused  or  dead-end 
valves  as  a  result  of  many  previous  modifications,  all  existing  plumbing  was 
removed  and  the  entire  stainless  steel  gas  handling  system  was  redesigned  and 
rebuilt.  The  new  design  eliminated  all  obsolete  gas  lines  and  simplified  the 
tubing  layout  to  reduce  the  overall  length  of  pipe  required.  In  addition,  all 
welded  seals  were  prepared  by  means  of  orbital  welding,  which  produces 
relatively  smooth  inner  wall  surfaces  at  the  weld  position  in  order  to 
eliminate  potential  virtual  leaks.  Finally,  unlike  the  previous  system,  which 
was  constructed  from  a  combination  of  Swagelok,  VCR,  and  pipe  fitting 

j  connectors,  VCR  connections  were  used  exclusively  in  the  new  system.  It  is 

estimated  that  the  remodeling  and  replacement  of  the  existing  gas  lines  has 
resulted  in  a  four-fold  reduction  in  gas  path  length. 

B.  MASS  FLOW  CONTROLLERS 

As  part  of  the  new  reactor  system's  design,  a  new  mass  flow  control 
system  consisting  of  a  series  of  high-precision  flow  control  valves  and  a  new 
control  panel  was  installed.  The  new  control  system  exhibits  a  wide  variety 
of  parameter  options,  is  extremely  easy  to  operate,  and  is  potentially 
programmable.  This  system  allows  for  a  more  accurate  and  consistent  delivery 
of  gases  to  the  reaction  chamber.  Another  significant  alteration  to  the  system 
was  a  design  change  involving  the  placement  of  the  mass  flow  control  valve 
units.  The  new  mass  flow  control  valve  units  have  been  repositioned  from  the 
output  side  of  the  organometallic  bubblers  to  the  input  side  of  the 
bubblers.  As  a  result  of  this  change,  the  bubblers  are  now  operated  at  a 
constant  pressure  of  one  atmosphere  and  the  organometallic  reagents  do  not 
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contaminate  the  mass  flow  control  unit.  Prior  to  this  modification,  the 
bubblers  were  kept  at  a  hydrogen  overpressure  of  2  to  5  atm,  the  value  of 
which  was  determined  by  a  hydrogen  pressure  regulator  at  the  input  side  of  the 
bubblers.  The  imprecision  of  this  regulator  allowed  the  input  pressure  to 
vary  by  2  to  3  psi  during  a  growth  run,  thus  affecting  the  concentration  of 
organometallic  reagant  in  the  carrier  gas  flow.  In  addition,  the  flow  of 
organooetallic  reagents  through  the  mass  flow  control  valve  units  in  the 
previous  design  caused  the  capillaries  of  the  units  to  become  clogged 
occasionally,  thus  adversely  affecting  the  accuracy  of  the  gas  flow  and 
resulting  in  the  need  for  periodic  cleaning. 

C.  CONTROL LED-TEMPERATURE  BATHS 

The  introduction  of  accurate  and  precise  quantities  of  organometallic 
reagents  into  the  reaction  chamber  depends  on  the  ability  to  control  the  vapor 
pressure  of  these  reagents  within  their  bubblers  precisely  and  accurately. 

This  requirement  demands  that  the  temperature  of  the  bubblers  be  well 
controlled.  The  temperature  baths  used  in  the  existing  system  were  found  to 
demonstrate  temperature  fluctuations  as  great  as  ±2°C  over  a  2-hr  growth 
interval,  which  caused  significant  variations  in  the  concentration  of  the 
organometallic  reagent  delivered  to  the  reactor  during  an  experiment.  On  the 
basis  of  this  observation,  the  existing  temperature  baths  were  replaced  with 
"•w  Neslab  baths  that  control  temperatures  to  ±0.2°C.  This  feature  ensures  an 
accurate,  uniform  flow  of  reagent  into  the  reactor  during  growth. 


III.  RESULTS 


The  effect  of  the  reconstruction  of  the  OMCVD  system  on  GaAs  epilayer 
quality  was  determined  by  a  series  of  growth  experiments  carried  out  after  the 
system  was  rebuilt.  The  best  material  obtained  from  the  old  system  had  been 
grown  with  parameter  values  of  V/I1I  =41,  growth  temperature  =  650°C,  and  a 
total  gas  flow  =  3  slpm,  which  produced  an  epilayer  having  a  carrier 
concentration  of  2  «  lO1^  cm'^  and  a  77  K  mobility  of  -41,000  cm2/V-s.  The 
best  material  grown  thus  far  in  the  renovated  system  has  been  grown  under  the 
similar  conditions  of  V/I1I  =  51,  growth  temperature  =  650°C,  and  total  gas 
flow  =  3  slpm.  However,  the  electrical  characteristics  of  the  epilayer  grown 
in  the  redesigned  growth  system  have  been  found  to.  be  vastly  superior  to  those 
obtained  for  the  earlier  sample,  with  a  carrier  concentration  of  3  *  1011*  cm~3 
and  a  77  K  mobility  of  -68,000  cm2/V-s.  A  photoluminescence  spectrum  of  this 
sample,  shown  in  Fig.  1,  confirms  the  high  quality  of  this  epilayer.  The 
luminescence  peaks  in  both  the  exciton  and  acceptor  regions  (shown  in  detail 
in  Figs.  2  and  3,  respectively)  are  very  sharp  and  well-resolved,  which  is 
indicative  of  high-quality  material;  this  resolution  has  allowed  for  the 
positive  identification  of  the  three  acceptor  impurities  in  the  epilayer  as 
carbon,  zinc,  and  silicon.  Out  of  a  series  of  five  additional  growth  experi¬ 
ments  carried  out  with  slight  parameter  changes,  not  one  sample  exhibited  a  77 
K  mobility  that  was  less  than  53,000  cm2/V-s.  It  is  obvious  from  these 
results  that  the  reconstruction  and  upgrading  of  the  OMCVD  system  has  resulted 
in  a  cleaner  and  more  precisely  controlled  environment  for  the  growth  of  GaAs 
epilayers. 
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IV.  FUTURE  PLANS 

We  plan  to  continue  our  efforts  in  the  growth  of  high-purity  GaAs 
epilayers  via  the  use  of  new  organometallic  arsenic  and  gallium  reagents.  We 
have  already  installed  organonetallic  bubblers  containing  triethylarsenic  and 
triethylgallium  in  the  renovated  system.  It  is  hoped  that  the  use  of  these 
reagents  will  result  in  a  reduction  in  the  amount  of  carbon  found  in  the 

p 

OHCVD-grown  GaAs  epilayers.  The  use  of  triethylarsenic  in  place  of  arsine 
will  also  improve  system  safety  as  a  result  of  reduced  toxicity. 3  Preliminary 
growth  experiments  using  these  reagents  have  exhibited  promising  results. 
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V.  SUMMARY 


i 

i 

A  complete  redesign  and  reconstruction  of  the  OMCVD  reactor  gas  handling  i 

system  was  carried  out,  which  resulted  in  a  reduction  in  reagent  gas  con¬ 
tamination  sources  and  in  an  improvement  in  system  safety.  Both  the  mass  flow 
control  system  and  the  con trolled- temperature  baths  were  also  replaced  with 
upgraded  units  that  deliver  reagents  more  precisely  and  accurately  to  the 
OMCVD  reaction  chamber.  These  changes  greatly  improved  the  quality  of  GaAs 
epilayers  grown  in  the  reactor  system,  as  evidenced  by  the  electrical 
properties  of  films  prepared  prior  to  and  following  the  renovations. 

Epilayers  grown  in  the  modified  reactor  system  exhibited  carrier 
concentrations  that  were  an  order  of  magnitude  lower  than  those  of  films  grown 
prior  to  the  system  changes,  while  the  mobilities  of  the  newer  epilayers  were 
found  to  be  50  to  70%  greater  than  those  of  films  previously  grown.  It  thus 
appears  that  the  reactor  system  changes  were  essential  for  the  growth  of  high- 
purity  GaAs  epilayers.  These  changes  will  allow  us  to  determine  whether  or 
not  the  use  of  new  organometallic  reagents  can  further  reduce  the 
incorporation  of  impurities. 
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UIOUMW  OPEKATIOM8 


the  teroapace  Corporation  function*  aa  an  "archl tec t-engl near"  for 
national  security  projects,  specialising  la  advanced  allltary  apaca  ayataaa. 
Providing  raaaarch  aupport,  the  corporation ' a  Laboratory  Qparatlona  condueta 
experimental  aad  thaoratleai  Investigations  that  focua  on  tha  application  of 
aclantlfle  aad  technical  advancaa  to  such  ayataaa.  Vital  to  tha  auccaaa  of 
thasa  investigations  la  tha  technical  ataff'a  wids-rsnglr^  axpartlaa  and  lta 
ability  to  atay  current  with  new  dovelopaanta.  Thia  axpartlaa  la  enhanced  by 
a  research  prograa  a load  at  dealing  with  tha  aany  probleae  aaaoclatad  with 
rapidly  evolving  apace  ayataaa.  Contributing  their  eapabllltlea  to  tha 
raaaarch  effort  are  theaa  Individual  laboratories: 

Aarophyalca  Laboratory!  Launch  vehicle  and  reentry  fluid  nechanlca,  heat 
transfer  and  flight  dynaaica;  chaalcal  and  electric  propulsion,  propellant 
chaalatry,  chaalcal  dynaaica,  anvlronawntal  chaalatry,  trace  detection; 
spacecraft  structural  aachanlcs,  coot eat nation,  thermal  and  structural 
control;  high  taaparatura  tha  mo  aachanlcs ,  gas  kinetics  and  radiation;  cu  and 
pulsed  chaalcal  and  exclaer  laser  devalopaant  Including  chaalcal  kinetics, 
spectroscopy,  optical  resonators,  beam  control,  staospharlc  propagation,  laser 
affects  and  counterasasures. 

Chaalatry  and  Physics  Laboratory:  Staospharlc  chaalcal  reactions, 
staospharlc  optics,  light  scattering,  state-specific  chaalcal  reactions  and 
radiative  signatures  of  alsella  plumes,  sensor  out -of -f leld-of -view  rejection, 
applied  laser  spectroscopy,  laaar  ehaalstry,  laser  optoelectronics,  solar  call 
physics,  battery  electrochemistry,  space  vacuua  and  radiation  effects  on 
aatarlala,  lubrication  aad  surface  phenomena,  thermionic  emission,  photo¬ 
sensitive  aster lala  and  detectors,  atomic  frequency  standards,  aod 
environmental  chaalatry. 

Computer  8c lance  Laboratory:  Prograa  verification,  prograa  translation, 
performance-sensitive  syataa  design,  distributed  architectures  for  spaceborna 
coaputars,  fault-tolerant  computer  systaas,  artificial  Intelligence,  micro¬ 
electronics  applications,  communication  protocols,  aod  coaputar  security. 

Electronics  ■esearch  Laboratory!  Microelectronics,  solid-state  device 
physics,  coapound  semiconductors,  radiation  hardening;  electro-optics,  quantua 
electronics,  solid-state  lasers,  optical  propagation  and  coaaunlcatlons; 
alcrowave  semiconductor  devices,  alcrouave/allllaetar  wave  measurements, 
diagnostics  and  radlomstry,  alcraaava/allllastsr  wave  thermionic  devices; 
atoalc  time  and  frequency  standards;  antsnnas,  rf  systaas,  electromagnetic 
propagation  phanoawna,  space  communication  systaas. 

Materials  Sciences  Laboratory:  Development  of  new  aaterlals:  metals, 
alloys,  ceramics,  polymers  and  their  composites,  and  new  forms  of  carbon;  non¬ 
destructive  evaluation,  component  failure  analysis  and  reliability;  fracture 
nechanlca  and  stress  corrosion;  analysis  and  evaluation  of  aaterlals  at 
cryogenic  and  elevated  teaperaturea  as  well  as  In  specs  end  sne ay-lnduced 
environments. 

Space  Sciences  Laboratory:  Nagnstospherlc,  auroral  and  cosalc  ray 
physics,  wave-particle  Interactions,  nagnstospherlc  plasas  waves;  staospharlc 
and  Ionospheric  physics,  density  and  coaposltlon  of  the  upper  ataosphere, 
remote  sensing  using  atmospheric  radiation;  solar  physics.  Infrared  astronomy, 
Infrared  signature  analysis;  effects  of  solar  activity,  aagnetlc  storms  and 
nuclear  explosions  on  the  earth's  ataosphere,  Ionosphere  and  magnetosphere; 
affects  of  electromagnetic  and  particulate  radiations  on  space  systeae;  space 
Instrumentation. 


